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INTRODUCTION 


The  Garfield  Thomas  48-inch  diameter  high-speed  water  tunnel  [1]*  has 
and  continues  to  be  used  in  fundamental  experimental  research  on  laminar 
flow  technology.  Current  research  deals  with  the  stabilization  of  the 
laminar  boundary  layer  by  wall  heating,  while  the  course  of  events  suggests 
that  surface  suction  may  be  investigated  in  future  programs.  With  either 
type  of  boundary  layer  control,  it  is  well  recognized  that  several  types 
of  free-stream  disturbances  can  be  detrimental  to  its  effectiveness. 

Those  disturbances  considered  most  important  are  free-stream  turbulence 
and  particulates.  The  free-stream  turbulence  characteristics  were 
recently  measured  and  reported  by  Robbins  [2],  while  in  this  report, 
measurements  of  particulate  distribution  are  described.  These  particulate 
data  represent  baseline  data  and  may  have  immediate  application  in  the 
design  of  surface  suction  test  vehicles  for  which  testing  in  the  Garfield 
Thomas  Water  Tunnel  is  anticipated. 


PROCEDURE 


A  standard  procedure  for  measuring  particulate  distribution  is  to 
pass  randomly  selected  volumes  of  the  subject  water  through  a  filtering 
apparatus  and  to  then  analyze,  statistically,  the  particles  that  have 
remained  on  the  filter.  The  filtering  apparatus  which  we  have  used  in 
this  program  is  known  by  the  trade  name:  Bomb  Sampling  Kit  (Figure  1) 
manufactured  by  Millipore  Filter  Corp.,  Bedford,  Massachusetts.  Because 
the  filters  supplied  with  this  kit  were  too  coarse  for  the  sizes  of 
particulates  anticipated  in  the  water  tunnel  water,  Nuclepore® 
filters  of  1  micron  pore  size  were  acquired.  The  effective  filter  area 
was  4300  mm2. 

Several  water  outlet  valves  are  available  on  the  48-inch  water 
tunnel.  One  located  adjacent  to  the  upstream  end  of  the  test  section 
was  selected  for  90%  of  the  samples.  The  remaining  samples  were  taken 
from  the  lower  leg  of  the  tunnel.  Only  those  data  for  the  test  section 
will  be  presented  because  the  valve  used  in  the  lower  leg  was  believed 
to  be  corroded  which,  of  course,  would  contribute  to  biased  data. 

The  Bomb  Sampler  was  used  as  follows  for  each  of  the  water  samples 
collected  over  a  two  week  period  in  July  1980. 

1.  The  Bomb  Sampler  was  unscrewed.  After  the  red  and  blue  plugs  from 
the  plastic  monitor  were  removed,  the  monitor  was  inserted  "spoke- 
side"  down  into  the  Bomb  Sampler. 

2.  The  Bomb  Sampler  was  then  tightly  screwed  together,  and  the  bypass 
hose  from  the  three-way  valve  was  connected  to  either  hole  in  the 
side  of  the  Bomb  Sampler. 

3.  The  850  milliliter  polyethylene  sampling  bottle  was  attached  to  the 
base  of  the  Bomb  Sampler. 


*Numbers  in  brackets  designate  references  at  end  of  paper. 
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4.  With  the  three-way  valve  in  the  "off"  position,  the  Bomb  Sampler 
was  connected  to  the  Tygon  tubing,  which  was  previously  attached 
to  the  tunnel's  outlet  valve. 

5.  The  three-way  valve  was  turned  to  the  "flush"  position  and  200 
milliliters  of  water  were  bypassed  to  remove  any  entrained 
contaminants  from  the  Bomb  Sampler. 

6.  The  three-way  valve  was  turned  to  the  "test"  position  and  500 
milliliters  of  water  were  passed  through  the  monitor. 

7.  The  Bomb  Sampler  was  disconnected  and  the  dust  plugs  were  replaced. 

8.  The  monitor  was  removed  from  the  Bomb  Sampler  and  pumped  dry  with 
the  syringe.  The  red  and  blue  protective  plugs  were  then  replaced. 

The  filter  was  then  removed  from  the  monitor  with  forceps  and  placed 
in  a  petri  dish.  Subsequent  analysis  was  then  performed  by  the  staff  at 
the  Pennsylvania  State  University,  Materials  Research  Laboratory. 

A  section  of  the  filter  was  mounted  on  a  carbon  disc  using  a  silver 
colloid  solution  to  secure  the  filter  (Figure  2).  The  disc  was  then  placed 
in  a  vacuum  and  a  thin  film  of  ionized  gold  particles  were  placed  on  the 
filter.  This  was  required  to  provide  a  conducting  surface  for  the  electron 
beam  of  a  scanning  electron  microscope.  Next,  the  disc  was  placed  in 
the  scanning  electron  microscope  (SEM) .  A  PDP11-20  computer,  which  was 
connected  interactively  with  the  SEM,  monitored  and  controlled  the 
scanning.  A  number  of  300  x  300  micron  frames  were  scanned  at  a 
magnification  of  '100X.  The  computer  then  analyzed  and  printed  out  the 
size  and  shape  distributions  of  the  particles.  At  the  same  time,  the 
chemical  make-up  of  the  particles  was  also  analyzed.  This  elemental 
analysis,  however,  excluded  those  elements  with  atomic  numbers  below 
eleven  (sodium) . 


RESULTS 


Because  of  mixing,  one  would  anticipate  that  the  particulate 
distributions  would  depend  to  some  extent  on  the  flow  rate  in  the  tunnel. 
Therefore,  water  samples  were  collected  while  the  tunnel  was  operated  over 
a  range  of  test  section  velocities.  Figure  3  shows  the  average 
particulate  diameter  distributions  for  a  range  of  velocities  as  noted 
on  the  figure.  The  average  diameter  of  a  given  particulate  was  determined 
from  the  SEM  through  multiple  scans.  The  ordinate  of  this  figure  is  an 
estimate  based  on  the  number  of  particles  counted  over  the  scanned  area 
of  the  filter  and  on  the  volume  of  water  that  passed  through  the  filter. 
Upon  examination  of  the  data  of  Figure  3,  no  definitive  statements 
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regarding  the  dependence  of  the  distributions  on  flow  velocity  can  be 
made.  Within  the  bounds  of  experimental  data  scatter  (random  errors), 
the  distributions  are  independent  of  tunnel  speed.  As  shown  in  the 
legend,  the  standard  deviation  (rms  value),  a,  falls  between  1.9  and 
2.4  microns.  An  average  of  these  rms  values  is  2.1  microns.  The 
distributions  are  skewed  slightly  to  the  high  side  because  the  Nuclepore 
filter  can  pass  particles  less  than  1  micron  in  diameter.  Above  25 
microns,  there  were  no  particles  captured  because  this  is  the  size 
filter  used  in  the  water  tunnel  for  routine  filtering  during  fill,  drain, 
and  bypass  operations. 

The  "peak"  in  Figure  3  occurs  at  about  2.0  microns,  where  we  note 
a  peak  value  of  10®  particles  per  liter.  Assuming  a  spherical  particle 
of  diameter  equal  to  2  pm,  we  calculate  a  total  volume  displaced  by 
the  particles  to  be  5.236  x  IQ-13  m3  for  every  liter  of  water.  Thus, 
the  2  um  particles  occupy  approximately  5.2  x  10-®  percent  of  the 
water  volume. 

Figure  4  shows  the  particulate  shape  distributions  expressed 
in  terms  of  the  fineness  ratio:  minimum  diameter /maximum  diameter. 
Clearly,  all  collected  particles  are  non-spherical  with  an  average 
fineness  ratio  of  0.65.  There  are  also  a  measurable  number  of  particles 
with  very  low  fineness  ratios  (Dmin/Dmax  <  0-3).  The  origin  of  these 
particles  cannot  be  hypothesized  from  the  current  method  of  analysis. 

With  regards  to  chemical  makeup,  however,  the  SEM  analysis  does 
provide  a  relative  measure  of  the  elemental  content  of  the  particles 
collected  on  the  filter.  Figure  5  shows  the  results  of  this  analysis. 
Clearly,  the  major  elements  are  aluminum  and  silicon  while  minor  elements 
include  chlorine,  calcium,  iron,  nickel,  copper,  and  zinc.  The  silicon 
can  be  identified  as  tunnel  "seeds"  (1.5  ym  in  size)  which  are  routinely 
injected  into  the  tunnel  in  order  to  enhance  laser  doppler  anemometry 
studies.  It  is  speculated  that  the  aluminum  is  a  result  of  residues 
left  over  from  an  aluminum  honeycomb  which  deteriorated  in  the  mid-1960's 
[2].  Obviously,  the  chlorine  and  calcium  are  due  to  the  fact  that 
community  water  is  used  in  the  tunnel  while  the  iron  is  due  to  ferrous 
oxidation.  Because  the  test  section  is  brass,  we  suspect  that  the  copper 
and  zinc  traces  may  be  attributed  to  this  alloy.  A  single  source  for 
the  nickel  trace  is  difficult  to  identify,  so  it  is  suggested  that  its 
buildup  has  resulted  from  the  residues  of  the  many  different  alloys  that 
have  been  used  in  the  fabrication  of  test  models  over  the  years,  e.g. 
stainless  steel. 


SUMMARY  AND  RECOMMENDATIONS 


Over  a  two  week  period  of  time  in  July  1980,  samples  of  water  were 
drawn  from  the  48-inch  diameter  water  tunnel  and  filtered  with  a  1.0  ym 
filter.  The  particles  collected  on  the  filter  were  analyzed  using  a 
scanning  electron  microscope.  It  was  found  that  the  standard  deviation 
of  the  particles'  average  diameter  is  2.1  microns,  that  the  particles  are 
non-spherical  in  shape  with  a  typical  fineness  ratio  of  0.65,  and  that 
the  major  constituency  of  these  particles  is  aluminum  and  silicon. 
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In  noting  that  no  particles  greater  than  25  microns  in  size  were 
collected  suggests  that  the  filter  system  currently  used  for  the  water 
of  the  48-inch  diameter  water  tunnel  is  operating  satisfactorily. 

Since  1977,  25  micron  filters  have  been  used  for  this  routine  filtering. 
Because  they  are  due  to  be  changed  soon,  it  has  been  recommended  that  a 
10  micron  size  filter  be  used.  After  another  6  to  8  months,  the  tests 
reported  here  are  to  be  repeated  and  the  data  compared  to  assess  whether 
improvements  can  or  have  been  made.  It  is  emphasized  that  the  water  in 
its  current  state  is  quite  clean,  but  if  additional  improvement  can  be 
made,  at  little  additional  expense,  then  that  improvement  can  only 
provide  a  more  reliable  test  environment  in  which  laminar  flow  research 
can  be  carried  out. 
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Particulate  Shape  (Fineness  Ratio)  Distributions  for  Various  Flow  Conditions 
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Figure  5  -  Elemental  Distributions  for  Particulates  Collected  Under 
Various  Flow  Conditions 
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(Copy  No.  30) 

Office  of  Naval  Research 
Department  of  the  Navy 
800  N.  Quincy  Street 
Arlington,  VA  22217 
Attn:  H.  Fitzpatrick 
Code  438 
(Copy  No.  31) 


Office  of  Naval  Research 
Attn:  R.  D.  Cooper 
Code  438 
(Copy  No.  32) 

Of f icer-in-Charge 
Naval  Research  Laboratory 
Washington,  DC  20390 
Attn:  R.  J.  Hansen 
Code  20375 
(Copy  No.  33) 

Defense  Technical  Information  Center 

5010  Duke  Street 

Cameron  Station 

Alexandria,  VA  22314 

(Copies  No.  34  -  45) 

National  Bureau  of  Standards 
Aerodynamics  Section 
Washington,  DC  20234 
Attn:  P.  S.  Klebanoff 
(Copy  No.  46) 

Rand  Corporation 
1700  Main  Street 
Santa  Monica,  CA  90406 
Attn:  C.  Gazley 
(Copy  No.  47) 

Jet  Propulsion  Laboratory 
4800  Oak  Grove  Drive 
Pasadena,  CA  91108 
Attn:  L.  M.  Mack 
(Copy  No.  48) 

Hersh  Acoustical  Engineering 
9545  Cozycroft  Avenue 
Chatsworth,  CA  91311 
Attn:  A.  Hersh 
(Copy  No.  49) 

Dynamics  Technology,  Inc. 

22939  Hawthorne  Blvd,  Suite  200 
Torrance,  CA  90505 
Attn:  W.  N.  Haigh 
(Copy  No.  50) 

Dynamics  Technology,  Inc. 

Attn:  D.  R.  S.  Ko 
(Copy  No.  51) 
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Dynamics  Technology,  Inc. 

Attn:  G.  Donohue 
(Copy  No.  52) 

Bolt  Beranek  and  Newman 
50  Moulton  Street 
Cambridge,  MA  02136 
Attn:  N.  Brown 
(Copy  No.  53) 

Massachusetts  Institute  of  Technology 
77  Massachusetts  Avenue 
Cambridge,  MA  02139 
Attn:  P.  Leehey 

Department  of  Ocean  Engineering 
Room  5-222 
(Copy  No.  54) 

Massachusetts  Institute  of  Technology 
Attn:  S.  Orszag 
(Copy  No.  55) 

Dr.  J.  L.  Lumley 

Cornell  University,  Sibley  School  of 
Mechanical  and  Aeronautical  Engineering 
Upson  Hall 
Ithaca,  NY  14850 
(Copy  No.  56) 

University  of  Minnesota 

St.  Anthony  Falls  Hydraulic  Laboratory 

Mississippi  River  at  3rd  Avenue  S.E. 

Minneapolis,  MN  55414 

Attn:  R.  E.  A.  Arndt 

(Copy  No.  57) 

University  of  Minnesota 

Attn:  L.  G.  Straub  Memorial  Library 

(Copy  No.  58) 

A.  G.  Fabula 
5497  Coral  Reef  Avenue 
La  Jolla,  CA  92037 
(Copy  No.  59) 

R.  F.  Mons 

Westinghouse  Electric  Corp. 

P.O.  Box  1458 
Annapolis,  MD  21404 
(Copy  No.  60) 

Westinghouse  Electric  Corp. 

Attn:  D.  Ferris 
(Copy  No.  61) 


Westinghouse  Electric  Corp. 

Attn:  R.  Gulino 
(Copy  No.  62) 

Rockwell  International 
Autonetics  Group 
3370  Miraloma  Avenue 
P.O.  Box  4921 
Anaheim,  CA  92803 
Attn:  B.  Carmichael 
(Copy  No.  63) 

Rockwell  International 
Attn:  C.  Jennings 
(Copy  No.  64) 

Rockwell  International 
Attn:  K.  Rogers 
(Copy  No.  65) 

Gould ,  Inc . 

Gould  Laboratories 
540  East  105th  Street 
Cleveland,  Ohio  44108 
Attn:  N.  J.  Delaney 
(Copy  No.  66) 

Gould ,  Inc . 

Attn:  H.  Babcock 
(Copy  No.  67) 

Gould,  Inc. 

Attn:  E.  L.  Thellmann 
(Copy  No.  68) 

Applied  Research  Laboratory 

The  Pennsylvania  State  University 

Post  Office  Box  30 

State  College,  PA  16801 

Attn:  B.  R.  Parkin 

(Copy  No.  69) 

Applied  Research  Laboratory 
Attn:  G.  C.  Lauchle 
(Copy  No.  70) 

Applied  Research  Laboratory 
Attn:  J.  B.  Crust 
(Copy  No.  71) 

Applied  Research  Laboratory 
Attn:  G,  H.  Hoffman 
(Copy  No.  72) 
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Applied  Research  Laboratory 
Attn:  F.  E.  Smith 
(Copy  No.  73) 

Applied  Research  Laboratory 
Attn:  GTWT  File 
(Copy  No.  73) 


